


















































































Table 34. Individual Virtual crossmatch results for Serum #96 vs Donor# V4

 Center   Patient  % CPRA 
Virtual T Cell 

Prediction Class I  DSA(MFI) 
Virtual B-cell 

prediction Class II DSA(MFI) Risk Assessment Comments

54 96 46 Negative No Class I DSA  Negative No class II DSA Acceptable    

206 96 43% Negative No Class I DSA  Negative No class II DSA Acceptable    

230 96 46 Negative No Class I DSA  Negative No class II DSA Acceptable    

774 96 43.47 Negative No Class I DSA  Negative No class II DSA Acceptable    

792 96 48 Negative No Class I DSA  Negative No class II DSA Acceptable

1461 96    Negative No Class I DSA  Negative No Class II DSA Acceptable    

2400 96 51% Positive B53(1826) B58(1948)   Positive No class II DSA Unacceptable Due to Class I DSA 

3224 96 90 Borderline
B53(1689) B58(1637) 
Cw10(1535)   Borderline DR17(958) DR18(778)  

A FINAL physical 
XM should be run 

to evaluate 
compatibility.

Weak Class I and Class II antibodies 
might not cause a positive XM. Class II 
antibodies just under established cut-off. 

3753 96 43.47% Negative No Class I DSA  Negative No class II DSA Acceptable    

3766 96 65% Positive B53(2052) B58(2148)   Positive No class II DSA Low risk

DSAs between 1500 (positive cut off) and 
2000 are considered weak and would 
therefore pose a low risk. Antibody 
specificities and strengths should be 
confirmed by a second sample. 

3966 96 48 Negative No Class I DSA  Negative No class II DSA Acceptable    

4661 96 62% Negative No Class I DSA  Positive DR17(1280) DR52(1145)  Unacceptable Epitope 96H 

8001 96 93 Borderline Cw10(1179)   Negative
DR17(1017) DR18(829) 
DR52(621)  

Needs futher 
investigation    

8029 96 10% Negative No Class I DSA  Negative No class II DSA Acceptable
Donor specific class I&II HLA antibodies 
are not detected 

8035 96 37% Negative Cw10(1023)   Negative No Class II DSA Acceptable    

8050 96 91 Negative Cw10(1198)   Negative No Class II DSA Acceptable    

8062 96    NT  NT  -    

8079 96 50 Negative No Class I DSA  Negative No class II DSA Acceptable    

8080 96 91 Positive
B53(1714) B58(1739) 
Cw10(1549)   Positive No class II DSA Unacceptable Patient demonstrates Class I reactivity 

8083 96 58 Positive B53(3105) B58(2901)   Positive No class II DSA Unacceptable Due to expression of Class I on B cells 

8096 96    Negative No Class I DSA  Positive

DR17(300) DR18(295) 
DR52(346) DQ2(375) 
DQ4(249) DQA1*04(241) 
DQA1*05(300)  Acceptable

8103 96 7 Negative No Class I DSA  Negative No class II DSA Acceptable    

8111 96 40 Negative Cw10(1148)   Negative No class II DSA Acceptable
DSA MFI listed are allele-specific values. 
Flow Negative but DSA Positive.

Donor #V4 HLA A*02:01-A*36:01-B*53:01-B*58:01-C*03:02-C*04:01:01G/DRB1*03:01-DRB1*03:02-DRB3*01:01-DRB3*02:02:01G-DQA1*04:01-DQA1*05:01-DQB1*02:01-DQB1*04:02-
DPB1*01:01-DPB1*04:01
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